[Medical gas humidifier UMG-1].
Problems of development of medical gas humidifiers of new generation are discussed. It is concluded that many of these problems can be solved using general purpose microprocessors. Basic structures, functional diagrams, and specifications of these devices are considered taking the medical gas humidifier UMG-1 as an example.